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Step 4: a. Add 6 drops of buffer to well A
b. Rotate the shaft, two rounds each direction.

Step 5: Fold left side over,
and wait for 15 minutes.

Step 1: Use swab to
collect sample.
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Step 3: Insert swab from
 well B to well A.
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Step 2: Peel off adhesive.
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